BIOPATCH® CLINICALLY PROVEN TO REDUCE CRBSI AND LOCAL INFECTIONS IN PATIENTS WITH CENTRAL VENOUS OR ARTERIAL CATHETERS

How to apply BIOPATCH®

1. Prepare the insertion site. Secure catheter at least 1.0" (2.5 cm) from insertion site.
2. Place BIOPATCH® around catheter, blue printed side up. (Do not peel off)
3. Align catheter slightly off centre with radial slit. Ensure edges of slit touch.
4. Secure catheter and BIOPATCH® with transparent film dressing. Ensure complete contact between BIOPATCH® and skin.

How to remove BIOPATCH®

1. Peel film away from catheter.
2. BIOPATCH® comes away with film.

Do’s and Don’ts:

- Do secure catheter at least 2.5 cm from insertion site. This allows proper placement of BIOPATCH®.
- Do align radial slit with catheter. This helps easy removal.
- Do ensure edges of slit touch. This assures efficacy.
- Don’t place white side up. Antimicrobial side must face skin, if wrong, change immediately.
- Don’t allow slit edges to straddle catheter. Edges of slit must touch to assure efficacy.
- Don’t secure catheter too close to entry point. This will prevent proper placement of BIOPATCH®.
- Don’t place BIOPATCH® on catheter. BIOPATCH® must have complete contact with skin to assure efficacy.

BioPatch®
Protective Disk with CHG